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A B S T R A C T 
Photoreflectance (PR) is a convenient characterization tool able to reveal optoelectronic properties of 
semiconductor materials and structures. It is a simple non-destructive and contactless technique which 
can be used in air at room temperature. We will present experimental results of the characteriza-
tion carried out by means of PR on different types of advanced photovoltaic (PV) structures, including 
quantum-dot-based prototypes of intermediate band solar cells, quantum-well structures, highly mis-
matched alloys, and III-V-based multi-junction devices, thereby demonstrating the suitability of PR as a 
powerful diagnostic tool. Examples will be given to illustrate the value of this spectroscopic technique for 
PV including (i) the analysis of the PR spectra in search of critical points associated to absorption onsets; 
(ii) distinguishing signatures related to quantum confinement from those originating from delocalized 
band states; (iii) determining the intensity of the electric field related to built-in potentials at interfaces 
according to the Franz-Keldysh (FK) theory; and (v) determining the nature of different oscillatory PR 
signals among those ascribed to FK-oscillations, interferometric and photorefractive effects. The aim is to 
attract the interest of researchers in the field of PV to modulation spectroscopies, as they can be helpful 
in the analysis of their devices. 
1. Introduction 
The complex electronic structure of novel photovoltaic devices 
demands characterization tools able to test the quality of the mate-
rial at an early stage of processing. If it were possible to choose 
those tools a la carte, the ideal characterization method of choice 
would be fast, contactless and sensitive enough to probe the main 
optoelectronic properties of all types of nanostructures, multilay-
ers and complex device designs, not requiring cryogenic cooling 
or vacuum/inert atmosphere during operation. Photoluminescence 
(PL) is one of the most widespread diagnostic techniques, pro-
viding useful information of radiative recombination processes 
controlled by kinetics of excited carriers, despite the fact that it nor-
mally requires cooling units assisted by high vacuum. Among the 
family of modulation spectroscopies, photoreflectance (PR) com-
bines all advantages mentioned for the ideal characterization tool, 
appearing as robust complementary technique to PL and usually 
providing a wider range of information not easily accessible by 
other means. The aim of this work is to present recent results 
of the application of PR to a number of advanced photovoltaic 
devices of different technologies, including quantum-dot and 
quantum-well heterostructures, diluted nitrides, and multinary 
compounds. These examples serve to illustrate the main features 
of the technique and the samples under study as well as spe-
cific subtleties related to the interpretation of experimental results 
obtained. 
PR belongs to the group of electro-modulation techniques, in 
turn a variety within modulation spectroscopies [1,2]. Electro-
modulation uses an electric field as a perturbing agent. In particular, 
PR relies on the diffusion of optically generated charge carri-
ers (without the need of electrical contacts) to modulate electric 
fields and change the band bending associated with space-charge 
regions, typically present at surfaces and interfaces. The dielectric 
constants of the sample, and thereof its reflectance and transmit-
tance, are thus perturbed upon application of a periodic modulation 
on the electric field. Photoreflectance measures tiny changes in 
reflectance upon the action of the perturbing agent and is typ-
ically referred to as AR/R ratios. As such, it follows that PR 
signatures are closely related to the derivative of the dielectric 
constant of the material under study, which in turn governs its 
reflectance. 
Modulation spectroscopies rely on the ability of perturbing the 
dielectric constant s = s\ +ÍS2 of the medium by some means, in 
an amount Ae = Aej + As2. Relative changes in reflectance can be 
expressed as [4]: 
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Fig. 1. Experimental setup for PR measurements. 
2. Materials and methods 
The PR-setup used in this work is shown in Fig. 1. The light 
beam of a quartz-tungsten-halogen (QTH) lamp (up to 250 W) is 
passed through a monochromator (1/8 m Cornerstone-Newport) 
and focused by optical lenses on the surface of the sample with an 
intensity/o(A). The light directly reflected l0{k)R{k) is focused with 
lenses and measured with a solid-state detector (Si or Ge). The cur-
rent signal is pre-amplified (Keithley) and transformed to a voltage 
(dc-signal). Superimposed onto the light spot at the surface of the 
sample, a laser beam chopped mechanically at a certain frequency 
(in most of our measurements 777 Hz) provides the modulated per-
turbation. Laser lines at 325 nm and 442 nm of a 10 mW He-Cd laser 
and at 632.8 nm line of a 17 mW He-Ne laser have been used in this 
work. The energy of the pump laser beam determines the highest 
critical point accessible of the sample. The signal recorded at the 
detector contains two components: the dc average signal l0{k)R{k) 
and the ac modulated signal ¡o(k)AR(k), where AR(k) is the change 
in reflectance caused by the modulated perturbation. The signal 
feeds a lock-in amplifier (Stanford Instruments), which tracks the 
ac signal at the given frequency. The relative change in reflectance 
is then obtained by normalizing the ac signal with respect to the 
dc component in a computer, giving typical values between 10~3 
and 10~6. Such normalization represents an additional advantage 
of the technique in terms of eventual incomplete light collec-
tion: provided enough light reaches the detector, the line-shape 
of the modulated spectrum is not affected by the loss of some light 
in/0. 
3. Theory 
The linear optical response of a medium to electromagnetic 
fields is governed by its dielectric constant, which describes the 
response of electrons to the field. Considering rather general condi-
tions (non-magnetic media, transverse electromagnetic radiation, 
frequency of radiation much larger than interatomic distances, and 
causality) [1], Kramers-Kronig relations apply linking the real and 
imaginary parts of the dielectric function (or alternatively of its 
refractive index) and the problem of electrons in a solid respon-
ding to the field can be solved leading to a general expression 
of the dielectric constant of the type £¿, = 1 + {interband contribu-
tions} + {intraband contributions} [3]. Interband contributions may 
include both excitonic and non-excitonic transitions, leading to two 
different situations in the line-shape analysis of PR, as described 
later, and are dominant in PR spectra. 
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a and fi are referred to as the Seraphin coefficients [5]. Seraphin 
coefficients have a characteristic variation in semiconductors: 
below the gap, the imaginary part of the dielectric function can be 
neglected; above the bandgap, AR/R always includes contributions 
from real and imaginary terms. Additionally, Seraphin coefficients 
are known to be sensitive to optical interference effects and conse-
quently one should be cautious when neglecting imaginary terms 
in multilayer structures like quantum-well superlattices [6]. Func-
tional forms for As\ and As2 can be calculated provided that the 
dielectric function and the type of critical point are known. The gen-
eral expression for s in the one-electron approximation considering 
Bloch states with energy £(/<), where k is the wave vector, can be 
expressed as [4]: 
e = Ceie(E -Eg + irf 
assuming the parabolic band approximation at critical points, 
where C is the amplitude, 6 a phase projection factor, Eg the 
absorption threshold, r a phenomenological broadening param-
eter related to Lorentzian lifetime broadening due to carrier 
scattering, and n is an exponent related to the type of critical point 
involved. According to the functional form of e, it is found that 
n = -0.5 for ID-, n = 0 for 2D-, and n = 0.5 for 3D-critical points; 
additionally, n = 1 for excitonic and confined states, for which the 
parabolic band approximation breaks up and states are essentially 
non-dispersive [4]. 
Electroreflectance is a particular case of modulation spec-
troscopy, as compared to piezo- or thermo-reflectance, since it 
relies on the perturbation of the dielectric constant by an electric 
field. Such an external field can have two main effects in a piece 
of semiconductor. It can induce band tilting and therefore carrier 
acceleration, as opposed to bandgap modulation by strain or tem-
perature cycles. Most likely, the external field can act upon already 
existing built-in potentials, either at free surfaces or at interfaces 
between different layers making up the sample, modulating the 
band bending and consequently the overall field present in the 
sample. This is typically the case in PR, where the modulation of 
the field is achieved by photo-generation of carriers that are sepa-
rated at space-charge regions. The periodic photovoltage induced 
by the perturbing light source changes the bending of the bands and 
modulates built-in potentials. In any case, electron-hole pairs in a 
field experience a potential which depends upon position, trans-
lational symmetry, that otherwise is preserved in quasi-neutral 
regions of the semiconductor, is thus destroyed at space-charge 
regions and mixing of wave functions of different /¿-vectors occurs 
there. It was shown by Aspnes [7-9] that such type of band-
tilting modulation in bulky semiconductors is directly related to 
the third derivative of the unperturbed dielectric constant with 
respect to the energy (a simpler, qualitative description of this 
result is given in Refs. [10,11]), whereas bandgap modulations can 
be classified as first-derivative analogs. Consequently, the line-
shapes observed in photo-reflectance can be directly obtained from 
the functional form of e. The third-derivative regime is actually 
achieved only if the energy gained by the electron upon acceleration 
in the presence of the field is less than the broadening parame-
ter described above. This is the so-called low-field regime, where 
broadening effects dominate. The characteristic energy related to 
the presence of the field which determines whether or not the 
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Fig. 2. (Left)Optical absorption thresholds Ei and£2 inaQDembeddedinasemicon-
ductor host, where band-to-band transitions are identified as E0. (Right) Schematic 
PR spectrum as a function of photon energy expected from the structure on the left. 
low-field regime is operative is referred to as the electro-optic 
energy HÍ2: 
where q is the elementary charge, F is the field intensity, ¡i is 
the joint density of states effective mass in the direction of the 
applied field. When the field strength is higher, such that accel-
eration dominates now over broadening effects {ñQ>r), the 
third-derivative character of the modulated reflectance does no 
longer apply as we enter the medium-field regime, dominated by 
Franz-Keldysh effects that will be described later in Section 4.5. 
Finally, the high-field regime refers to the situation in which the 
field is so intense that significant band tilting occurs over dis-
tances comparable to the unit cell, altering the band structure itself 
(Stark effect). 
From the functional form of e it can be shown that third-
derivative spectra in the low-field regime exhibit line shapes 
equivalent to the functional form of e with a new exponent fac-
tor m defined as m = n - 3 . The resulting functional is referred 
to as the third-derivative functional form (TDFF) [9] and has 
become the fundamental tool for analysis of PR line shapes. An 
application of TDFF-based analysis will be shown in the next 
section. 
With PR we can therefore obtain detailed information about 
the existence of bandgaps and their nature [Eg and m-exponent 
of TDFF); the Lorentzian broadening of the line-shapes (.T); the 
bound or unbound character of the electronic states involved in 
transitions (from its derivative order and m-exponent); and the 
electro-optic energy and the magnitude of associated electric fields 
at surfaces and interfaces, among other properties. PR can be per-
formed at room temperature, on wafer-sized material or locally at 
sub-millimeter scale, even in situ during sample processing. It is 
non-destructive and typically does not require vacuum or an inert 
atmosphere. Furthermore, the diffusion of optically generated car-
riers allows buried interfaces far beyond the penetration depth of 
the optical pumping to be probed. 
4. Results 
4.1. Quantum dot-based solar cell prototypes 
Quantum-dot based solar cells have been proposed as candi-
dates for the realization of intermediate-band solar cells (IBSCs) 
[12]. The basic idea is illustrated in Fig. 2, where the confined states 
of a quantum dot allow two additional absorption processes E\ 
and E2 to occur at energies below the nominal bandgap of the host 
semiconductor, in conjunction with band-to-band Eo transition. 
The expected PR response of the schematic structure on the left 
as a function of photon energy is shown on the right panel. As 
a result of additional absorption onsets, higher photocurrents 
over those generated at the host material alone are expected. If 
voltage preservation can be ensured by an adequate device design 
which includes conventional semiconductors acting as emitters 
on either side of the QD-containing material [12], the resulting 
solar cell is expected to yield efficiency figures well above the 
Shockley-Queisser limit of conventional PV devices [13]. 
One important issue in the optimization of such a device is the 
appropriate tuning of the position of the intermediate band, stem-
ming from the confined ground state of the nanostructures, with 
respect to the band edges of the host material. First prototypes of 
QD-IBSCs were fabricated by embedding self-assembled InAs QDs 
in GaAs as active material [14] and PR was used in the analysis of 
the structures [15]. The resulting band alignment, however, is not 
optimal for IBSC operation and a large interest is driving research 
toward enlarging the bandgap of the host material and the energy 
difference between confined states at the QDs and the conduction 
band edge of the host. A way to go is by replacing GaAs by AlGaAs as 
host material, taking advantage of the possibility of tuning the band 
gap of the AlGaAs host as a function of Al-content. The PR spectrum 
of the structure schematically shown in Fig. 3 (left), obtained under 
325 nm laser line pump chopped at 777 Hz and using a Si-detector, 
is shown in the same figure (center). The structure, grown by MBE, 
contains 20 layers of InAs QDs embedded in Alo.25Gao.75As, with 
spacers including 2 nm of Ino.2Alo.2Gao.6As capping plus 6 nm and 
44 nm Alo.25Gao.75As grown at low and high temperature (LT, HT), 
respectively. The structure ends up with a QD layer at the front 
surface as designed for AFM studies. 
The fundamental gap of Alo.25 Gao.75 As is clearly resolved by PR at 
1.74 eV, with an additional signature assigned to spin-orbit split-
ting at 2.1 eV. The solid line in Fig. 3 shows the fit according to 
the TDFF described before, including up to 8 critical points within 
the energy range 1.25-1.82 eV. Resulting fitting parameters are col-
lected in Table 1 and the corresponding residuals are included in 
the inset of Fig. 3 (center). We notice the extended-state char-
acter of signatures from the Alo.25 Gao.75 As host (m-exponent of 
2.5) in contrast to sub-bandgap signatures (non-3D critical points). 
The dashed area in the figure highlights the range of sub-bandgap 
signatures, attributed to confined states from the dots and the 
corresponding wetting layers. The right panel in Fig. 3 compares 
the low energy range of the PR measurement carried out with a 
Ge-detector and the corresponding PL spectrum obtained at room 
temperature from the same sample. Up to five contributions could 
be resolved by comparing PL and PR spectra (dotted lines on right 
panel) which likely correspond to ground and lowest excited states 
of the dots. The signal-to-noise ratio of PR recorded in this energy 
range did unfortunately not allow any reliable fitting. Additional 
signatures are readily visible around 1.3 eV in the PR spectrum 
which are PL-silent, so is the rest of sub-bandgap signatures in the 
dashed area of the measurement performed with the Si-detector 
(right figure) and the signatures related to the Alo.25 Gao.75 As host. 
These results indicate that: (i) it is possible to enlarge the energy 
difference between the ground state of the confined structures and 
the absorption edge of the host material to about 0.8 eV (in fact low-
ered by about 100 meV by the presence of the wetting layers); and 
(ii) that this can be achieved but likely at the expense of introduc-
ing a relatively large density of discrete density of states associated 
to highly excited states of the QDs. Further optimization is there-
fore required in order to fully exploit the favorable band diagram 
expected from this structure. 
4.2. Multi-quantum well structures: probing excited states 
Glembocki et al. have first showed that PR could be used to 
obtain derivative-like spectra from multiple quantum wells (MQW) 
[16]. Since then, the technique has been widely applied to a num-
ber of nanostructures (see, for example, Ref. [17]). Fig. 4 shows a 
comparison of PR and PL spectra taken at room temperature of a 
Table 1 
Fitting parameters of the PR spectrum shown in Fig.3 according to the TDFF. Critical point energy (£), broadening factor (T) and m-exponent are included for nine PR 
signatures, including sub-bandgap and host-related features. 
Sub-bandgap signatures (>1.33 eV) AIGaAs S—O 
E(eV) 
r (meV) 
1.34 
59 
1.8 
1.52 
36 
2.0 
1.53 
60 
3.2 
1.62 
30 
3.7 
1.72 
83 
2.1 
1.74 
38 
2.5 
1.77 
30 
2.5 
1.80 
25 
2.5 
2.09 
28 
2.5 
quantum well structure consisting of four different Ino.32Gao.68As 
wells of 11 nm, 8.5 nm, 6.5 nm, and 4.5 nm width, respectively, sep-
arated by GaAs spacers, all embedded in an Alo.4oGao.6oAs-GaAs 
superlattice host replicating a Alo.20Gao.60As matrix, as schemati-
cally shown in the left panel. 
PL shows four prominent signatures between 1.08 eV and 
1.17 eV, attributed to the four ground states of the four wells. The 
rest of the sample is apparently PL-silent. PR shows a much richer 
structure which includes not only the luminescent fundamental 
states (dashed area on the left) but also the capping and host 
material (dashed area on the right) and sub-bandgap signatures 
related to excited states of the wells (rectangle). The location of 
confined signatures can be correlated to theoretical calculations 
of the model quantum mechanical potential wells when material 
properties and dimensions are known, and it should be possible 
to assign each of the recorded signatures with their correspond-
ing calculated transitions. Nevertheless, at the sight of Fig. 4, it 
becomes obvious that PR can facilitate reliable information about 
sub-bandgap transitions that do not show up in PL spectra under 
the same measuring conditions. The importance of this result 
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Fig. 3. (Left) Scheme of a MBE-grown sample containing 20 layers of InAs QDs embedded in Alo.25Gao.75As, with spacers including 2nm of Ino.2Alo.2Gao.6As capping plus 
6 nm and 44 nm Alo.25Gao.75As grown at low and high temperature (LT, HT), respectively. The structure ends up with a QD layer at the front surface, as designed for AFM 
studies. (Center) PR spectrum (dots: experimental; solid: TDFF fit) of the structure on the left, recorded with 325 nm laser line pump chopped at 777 Hz and 150 W QTH lamp, 
using a Si-detector. The inset shows the residuals of the fit. (Right) Comparison of room-temperature photoluminescence (upper panel) and PR (lower panel, recorded with a 
Ge-detector) overthe energy range 0.80-1.35 eV. Dotted lines correspond to signatures ascribed to confined states at the dots. The apparent increasing background at lower 
energies is due to the diminishing intensity of the probe beam at the corresponding energies and the different noise levels recorded between AC- and DC-signals, causing 
the ARjR ratio to diverge. 
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Fig. 4. (Left) Scheme of a MBE-grown sample containing four Ino.32Gao.68As quantum wells of 11.0, 8.5, 6.5 and 4.5 nm width separated by GaAs spacers and embedded in 
Alo.4oGa0.6oAs/GaAs superlattice. (Right) PR spectrum obtained from the sample on the left (632.8 nm laser line chopped at 777 Hz, 150 W QTH lamp, Ge-detector). 
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Fig. 5. (Right) Schematic representation of the growth sequence employed for a 50x InAs-QD layer stack capped with Gao.99No.01 As spacers in a GaAs host. (Right) XRD-
rocking curve of the epitaxial structure around GaAs (00 4) reflection confirming the quality of the structure and the nearly optimal lattice match between GaAs and the 
diluted nitride. Susbsidiary peaks reflect the superlattice arrangement of the multilayer stack. 
concerning PV-applications lies currently on the interest of utiliz-
ing QWs as a means to finely tune the current matching between 
sub-cells in multijunction configurations [18], where different solar 
cells with different absorption thresholds are stacked in a series 
connection. Any rough estimation of the current gain expected by 
the incorporation of QWs in a photovoltaic device based on PL, like 
the spectrum shown in Fig. 4, will severely underestimate the actual 
photocurrent stemming from the confined structures, as it will not 
consider contributions from excited states. PR offers a probing tech-
nique sensitive to absorption rather than recombination processes 
and therefore much better suited for photocurrent generation anal-
ysis. 
4.3. Dilute nitride: probing the band-anticrossing model 
A means of increasing the number of stacking layers during 
the growth of QD-containing structures is to introduce strain-
compensating layers as spacers between the QD-planes. The 
compensation of strain inhibits the appearance of threading dis-
locations interrupting the self assembly of subsequent QD-stacks 
and helps maintaining good electronic properties of the device. In 
the system InAs/GaAs, phosphorous is normally supplied during 
the growth of epitaxial layers, acting as strain relief when incorpo-
rated into the spacer between QD-layers. An alternative approach 
has been suggested using diluted nitrogen in GaAs in composi-
tions close to Gao.99No.01 As ([N] = 1 at%) that has allowed the growth 
of dislocation-free structures of more than 100 layer stacks [19]. 
Fig. 5 (left) shows the stacking layer sequence of a MBE-grown 
sample containing 50 layers of InAs QDs with Gao.99No.01 As spac-
ers. The nearly ideal lattice matching of the diluted nitride with 
the GaAs host in this sample is demonstrated in the XRD diffrac-
togram of Fig. 5 (right), showing the rocking curve around the 
(0 0 4) diffraction peak of GaAs and its shoulder at low co due to 
the diluted nitride. The superlattice arrangement of the spacer lay-
ers is reflected in the subsidiary peaks evenly distributed at higher 
and lower «-angles. 
GaNAs belongs to the so-called highly mismatched alloys, char-
acterized by the presence of a highly electronegative and light 
element in a semiconductor matrix [20]. The presence of the highly 
electronegative species dramatically alters the electronic structure 
of the host material, resulting in the splitting of the band edge of 
the host into two branches as described by the band-anticrossing 
model (BAM) [21]. The origin of the splitting following the BAM 
model is explained by a similar symmetry character of electronic 
levels introduced by the impurity which are nearly resonant with 
one of the band edges of the host. As a result of the interaction 
between electronic states from the host and the impurity, the sys-
tem arranges the states in a similar fashion as described by the 
theory of molecular orbitals (TMOs) upon formation of molecules 
from isolated atoms. Within this theoretical frame, a new bunch 
of electronic states forms the £_ band (bonding states in terms of 
TMOs) and the rest of electronic levels is rearranged into the E+ band 
(analog to the antibonding branch in TMOs). This phenomenon is 
illustrated in Fig. 6 [22]. 
Fig. 7 shows PR spectra (325 nm line of HeCd laser, 90 W QHL) of 
the 50xQD layer stack sample presented in Fig. 5. The PR overview 
(Fig. 7 center) shows prominent signatures of GaAs, identified as 
the fundamental gap E0, the spin-orbit transition £ s o and the 
high energy E\ critical point. Measurements were performed under 
polarized light according to the scheme shown in Fig. 7 (right). Dif-
ferences in intensity in the PR spectra are clearly seen for the three 
main contributions assigned to GaAs. Polarization dependence in 
the response attributed to E\ has been used to determine the opti-
cal anisotropy related to (0 01) GaAs-terminations originated from 
the arrangement of top-most As-Ga bonds (along [110] in Ga-
terminated or along [1-10] in As-terminated surfaces) [23]. No 
further differences in intensity of PR signals related to the polariza-
tion character of the probe beam were expected at E0 or £ s o though. 
However, differences in intensity between s- and p-polarized spec-
tra are evident, as can be seen in the enlarged region of the left fig-
ure. Such a polarization dependency is attributed to the presence of 
Fig. 6. Schematic representation of the band-anticrossing model [23]. (Left) Disper-
sion relation E-k before the interaction of VB- and CB-states of the semiconductor 
host with impurity levels nearly resonant with CB-states. (Right) After interaction, 
symmetry properties of nearly resonant states force the splitting of original states 
into two branches ü and £_ of allowed states, opening a bandgap between them. 
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Fig. 7. PR spectra of the 50x QD layer stack with diluted nitride spacers of Fig. 5. (Left) Enlarged view of the low energy range (Ge-detector), where signatures form QDs 
and GaNAs are clearly resolved. Signatures around 1.20 and 1.26 eV are attributed to light and heavy hole contributions of the £_ branch. The prominent signal close to 
1.4 corresponds to the fundamental gap of the GaAs host. (Center) Overview PR spectrum (Si-detector) of the same sample showing identified signatures attributed to the 
GaAs host and the GaNAs spacers. Forthe latter, assignment has been performed following the band-anticrossing model. (Right) Polarization scheme used in the PR spectra, 
referring s- and p- polarization to the crystallographic orientation of the sample. Open symbols in the spectra correspond to p-polarization, solid symbols to s-polarization. 
the diluted nitride in a multilayer stack, acting as spacer in the QD-
structure, a dependency which is particularly notorious in the sig-
natures recorded between 1.2 and 1.3 eV. In addition, the overview 
spectrum on the right panel shows PR-signatures attributed to the 
electronic structure of the nitride that have been identified accord-
ing to the BAM as £_ (1.2 eV), £_ + Aso (1.54eV), and E+ (2.0 eV) 
in good agreement with previous results [24], although we cannot 
completely rule out subsidiary Franz-Keldysh oscillations (FKOs) 
affecting to some extent the apparent position of signatures above 
Eo(GaAs). It should be mentioned that PR has significantly con-
tributed to the development of the BAM, as described in the work of 
Walukiewicz and co-workers [20-22] and is one of the techniques 
routinely used for testing highly mismatched alloys. Notice that 
the £_ signature in Fig. 7 (left) shows a double feature separated 
by some 65 meV, that has been tentatively attributed to the split-
ting of the heavy and light holes due to the compensating strain 
undergone by the GaNAs layers [25]. The spectrum also shows the 
signature of what is believed the ground state of the QDs at 1.02 eV. 
4.4. Oscillations below the bandgap: simple interference or 
photorefractive effect? 
In addition to the results of the previous section, the same QD-
structure with diluted nitride as spacer illustrates a remarkable 
effect that has been frequently found to complicate the analysis 
of PR under specific conditions. Fig. 8 shows PR spectra of the 
same sample as before in the energy range between 0.8 and 1.4 eV, 
recorded with a Ge-detector using two different laser sources 
(632.8 nm and 325 nm lines of a He-Ne and a HeCd laser, respec-
tively) and two different lamp intensities (90 and 230 W). The first 
thing to notice is the independence of the PR spectrum of the inten-
sity of the lamp used, when comparing spectra at 90 and 230 W. 
However, changing the laser excitation from 325 nm (as in Fig. 7) 
to 632.8 nm activates conspicuous sub-bandgap oscillations below 
1.2 eV. The origin of the oscillatory behavior of PR signals below 
absorption thresholds is normally related to Fabry-Perot interfer-
ence effects due to multiple reflections at the front and rear surfaces 
of thin films if the thickness of the layers is of the same order as the 
wavelength of the reflected light. In the structure under study, each 
GaNAs layer is 20 nm thick with a total of 51 layers (the QDs inter-
calated in-between), resulting in a total thickness slightly above 
1 |jim. The layer thickness of the diluted nitride is therefore within 
the range of the wavelengths at which the interference effects show 
up in the spectra, below the absorption threshold set by the lowest 
£_ branch around 1.2 eV. The interesting issue in this case is that no 
evidence of Fabry-Perot interference appears in the corresponding 
DC spectra (see Fig. 8 right), ruling out the possibility of a purely 
geometrical effect. Interference effects resulting in oscillatory sig-
nals with identical periods both in AC and DC signals (although 
with different phases) are routinely observed in thin transparent 
layers and are attributed to multiple reflection of the probe beam. 
The interference effect shown in Fig. 8 is related solely to the peri-
odic perturbation at the ac-frequency and results from the laser 
perturbation of the sample. Such photo-refractive effect has been 
demonstrated before [26-31 ] and results from the change in dielec-
tric constant induced by the laser on the sample under study. Such 
variation of the refractive index can in turn facilitate the fulfillment 
of the interference condition. It is thus evident that one should be 
cautious when interpreting PR results in transparency ranges of 
hosts showing sub-bandgap signatures when nanostructures are 
present in the samples. It could be tempting to ascribe sub-bandgap 
signatures to embedded nanostructures, but the possibility of pho-
torefractive effects governing the ac-response should be excluded 
first. Furthermore, spurious oscillatory effects could mask the pres-
ence of actual signatures related to the embedded nanostructures. 
In such cases, a Fourier analysis of the periodic signal is recom-
mended in order to resolve buried tiny structures. Cross-checking 
experiments using two different excitation wavelengths as pump 
beams, as shown in Fig. 8, are appropriate in order to distinguish 
eventual oscillatory effects. It should be noticed, however, that the 
absorption depth of the pump beam plays an important role in the 
magnitude of the observed PR-signatures, as can also be seen in 
Fig. 8. In this case, the use of 632.8 nm laser line as pump with 
a larger absorption length and thus penetrating deeper into the 
device structure enhances the response of the diluted nitride, as 
inferred by a higher intensity at related critical points, whereas 
signatures ascribed to GaAs show a reduced intensity. 
4.5. Oscillations above the bandgap: Franz-Keldysh effect and the 
medium field regime. 
An electric field present in a semiconductor can modify its light 
absorption properties relative to the situation without field. The 
effect of the field is schematically shown in Fig. 9 and is referred 
24 
16 
-16-
-24 
- 32S nm laser line, 90 W QTH 
632.S nm laser line, 90 W QTH 
632.8 nm laser line, 230 W QTH 
1.0 
0.5 
0.0 
•633 nm line 90 W 
325 nm line 90 W 
Ge-detector 
0.8 1.0 1.2 1.4 1.6 1.8 
Energy (eV) 
0.8 1.0 1.2 1.4 1.6 1.8 
Energy (eV) 
Fig. 8. (Left) PR spectra of the 50x QD layer stack with diluted nitride spacers of Fig. 5, using unpolarized light with 325 nm and 632.8 nm pumping laser lines, 90 and 230 W 
QTH lamp intensity and Ge-detector. (Right) Corresponding dc-signals recorded simultaneously, showing no evidence of oscilations below 1.2eV. 
to as the Franz-Keldysh effect [32,33]. In equilibrium with no field 
present, the electronic states associated to valence and conduction 
bands can be described by Bloch functions as delocalized states 
with the translational properties of the crystal lattice embedded 
into it. When an electric field is applied to the semiconductor, the 
translational symmetry of the crystal is broken, resulting in band 
tilting in the corresponding band diagram. As a result, charge carri-
ers are accelerated by the field. Three additional effects occur in the 
near band edge region, namely (i) the electronic states are described 
by Airy functions, rather than by Bloch functions, accounting for 
the return point at the band edges in the corresponding quantum-
mechanical finite potential well problem; (ii) a de-phasing of the 
wave functions occur, which to a first order is proportional in some 
manner to the band tilting and thus to the intensity of the electric 
field (see levels E\, Ej in the Fig. 9); and (iii) due to the finite 
potential well felt by the carriers, the wave functions do not vanish 
at the classical return points but instead they leak into the bandgap 
with a typical exponential decay. Resulting from (ii) and (iii), 
two observable consequences are derived. First, the absorption 
threshold of the semiconductor under an electric field is shifted 
to lower energies, as the band tilting resulting from the field 
now allows photo-assisted tunneling via the leaking tails of the 
wave functions within the nominal bandgap. And second, the 
de-phasing in wave functions results in an oscillatory behavior of 
optical absorption at energies above the nominal bandgap of the 
semiconductor, the so-called Franz-Keldysh oscillations (FKOs), 
the period of which is proportional to the 2/3 power of intensity of 
the electric field, as discussed a bit later. FKOs are rapidly damped, 
showing a characteristic decay for increasing energy above the 
absorption threshold. 
FKOs are routinely observed in PR spectra of bare semi-
conductors and structures, resulting from electric fields present at 
free surfaces and/or interfaces. A detailed review of FKOs in PR can 
be found in [34] and refs. therein. We show an example of FKOs 
and its standard analysis in Fig. 10, which refers to a sample con-
sisting of 20 x InAs QD layer stack in a p-i-n structure of GaAs. 
Evidence of signatures attributed to QD-ground state and wetting 
layers are highlighted in Fig. 10 (left), indicating also the energy of 
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Fig. 9. (Left) Band diagram of a semiconductor in equilibrium. Electronic states are described by delocalized Bloch wave functions. (Center) In the presence of an electric 
held, bands are tilted and wave functions are interrupted at crossing points with the band edges. Wave functions are described now by Airy functions, characterized by a 
leaking tail into the forbidden region of the gap and damped oscillations toward the allowed energy range. (Right) This situation permits now optical absorption processes 
at photon energies below the nominal gap of the semiconductor by light-assisted tunneling across a triangular barrier whose width is a function of the field intensity. 
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the GaAs barrier and the region of FKOs above its fundamental gap. 
Fig. 10 (center) shows an enlarged view of the region of interest for 
FKO-analysis, together with an interpolation performed in order to 
improve the quality of the fit. The theoretical analysis of Aspnes 
for the medium-field regime described in a previous section leads 
to a relationship predicting the oscillatory behavior of PR spectra 
depending on the electric field intensity [4]: 
AR J 4 v / 2 ^ ( £ - E g ) 3 / 2 
R qñF + 7T-
c i - 1 
where ¡i is the effective mass in the direction of the field F and d 
represents the dimensionality of the critical point from which the 
oscillations develop. Considering only the argument in the cosine 
function and after rearranging terms, we can plot the energy of the 
oscillation extrema j (assigning j = 1, 2 , . . . to maxima and minima 
of the oscillations measured in the spectrum) as a function of a new 
variable x¡, defined as: 
3^0'-0/2)) 2/3 
and a linear relationship follows between E¡ and Xf 
i2F2n? 
8/1 
1/3 
Xj + Eg 
The linear relationship predicted between these two variables is 
reflected in the fit (dotted line) included in Fig. 10 (right). From 
the linear fit, the slope is related to the intensity of the field (about 
35 kV/cm for the 20 x InAs QD layer stack contained in the intrinsic 
GaAs region of the p-i-n structure) and the ordinate at origin cor-
responds to the nominal bandgap of the semiconductor sustaining 
the field (1.42 eV, in excellent agreement with the fundamental gap 
of GaAs). 
Measuring the intensity of electric fields present in depletion 
regions of semiconductors is not straightforward. PR can pro-
vide access to the magnitude of such fields under conditions of 
medium-field regime, a significant advantage over alternative 
characterization methods and particularly useful for the analysis 
of p-n junction-based devices such as solar cells. 
4.6. Photoreflectance as diagnostic tool: correlating growth 
conditions and photovoltaic performance in multijunction solar 
cells 
Multijunction and organic solar cells have shown the steep-
est increase in efficiency records over the last decade. While the 
former have already demonstrated efficiencies as high as 43.5% 
for a lattice-matched, triple-junction structure, the latter has just 
recently broken the 10% limit [35], still far from high efficiency fig-
ures. A critical issue in the optimization of triple-junction solar 
cells is the delicate definition of high quality interfaces between 
the varieties of materials that constitute the device. For instance, 
particularly critical is the change in growth conditions required to 
deposit the AllnP window layer on the GalnP top-cell, as to ensure 
optimal opto-electronic performance of both parts in the complete 
device. 
Cánovas et al. have recently demonstrated that PR is capable 
to reveal the entire electronic structure of multijunction devices, 
including the determination of the critical points and absorption 
thresholds of each of the sub-cells completing the structure, as well 
as the electric field strengths sustained at the interfaces between 
them [36]. In this case we illustrate a different application of PR as 
a diagnostic tool. Fig. 11 shows a set of PR measurements recorded 
around the absorption threshold of a GalnP top cell of three 
structures grown by MOVPE under different switching conditions 
for the growth of the AHnP/GalnP heterointerface. Essentially, the 
difference between the samples is the duration of the interruption 
in the Indium supply at the heterointerface. In sample 1 (solid 
dots in Fig. 11) the Indium supply is never interrupted and at the 
window/emitter interfaces Ga-supply is turned off and Al-supply 
is turned on; in sample 2 (solid line in Fig. 11) the Indium supply 
is interrupted for 6 s and halfway in this interruption (i.e., after 
3 s) Ga-supply is turned off and Al-supply is turned on; finally, in 
sample 3 (open dots in Fig. 11) the Indium supply is interrupted 
for 10 s and halfway in this interruption (i.e., after 5 s) Ga-supply 
is turned off and Al-supply is turned on. PR measurements were 
performed on these samples using the 325 nm laser line chopped 
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Fig. 11. (Left) PR spectra around the absorption onset of GalnP used in top cells of multijunction photovoltaic devices grown by MOVPE under three different switching 
conditions for the growth of the window layer. (Right) Corresponding external quantum efficiencies of the top cells. 
at 777 Hz, 180 W QTH lamp and a Si-detector. Fig. 11 (right) shows 
the corresponding external quantum efficiency (EQE) of the top 
cells of complete devices from the same batches. The effect of 
varying switching conditions on the properties of the GalnP top cell 
is evident in each figure. Furthermore, a direct correlation is found 
between the electronic quality of the device as measured from EQE 
and the intensity of the corresponding PR spectra. Such a direct 
correlation opens the possibility of using PR as a diagnostic tool 
for quality control, either post-growth or even in situ during pro-
cessing, if appropriate calibrations could be established between 
overall currents (from integrated QE-curves) and PR-intensities 
and/or broadening factors of the corresponding absorber layer. 
5. Conclusions 
We have presented results of the characterization of different 
PV-structures by means of photoreflectance.The technique is able 
to provide useful information from different aspects of samples 
under study, including confinement effects, nature of the critical 
points associated with absorption thresholds, distinct electronic 
signatures of semiconductor alloys, and the magnitude of electric 
fields present in space-charge regions, among others. With such 
a wide range of accessible information, PR appears as a power-
ful tool for both fundamental research of new PV-materials and 
structures and for material diagnostics at early stages of industrial 
processing. 
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